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Auftraggeber
Alfred-Wegener-Institut
c/o Regionalflughafen Bremerhaven
Hangar 5 - Manuel Sellmann
AmLuneort 15
27572 Bremerhaven
Germany

Rechnungsadresse (wenn nicht
Auftraggeber)
Alfred-Wegener-Institut
Helmholtz-Zentrum für Polar- und
Meeresforschung
Stiftung Öffentlichen Rechts
Am Handelshafen 12
27570 Bremerhaven

Germany

Service
Order

Beschreibung Seriennummer Menge

338286 HMT330
Humidity and Temperature Transmitter

--REASON FOR RETURN-
Repair and accredited calibration.

-PROBLEM(S) POUND -
Humidity readings before adjustment out of tolerance.

-ACTION(S) TAKEN--
Humidity sensor replaced, operation tested, adjustments made and
unit calibrated.
Accredited calibration certificate number K008-Y02500 (before
repair) and K008-Y02591 (after repair) issued.

A4650017 l

Vaisala GmbH
Notkestraße 11
22607 Hamburg
Germany

Telephone
Telefax

+49-40-839 03-0
+49-40-83903-110

Nordea Bank Plc
SWIFT: NDEADEFF
IBAN: DE55514303006290970001

Business no.
VAT ID

Director
Kjell Forsen, Klaus Heyn

41/765/02393
DE811915408
Hamburg HRB 85664


